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a b s t r a c t 
We perform a parametric study of the newly developed time-of-flight (TOF) image reconstruction algo- 
rithm, proposed for the real-time imaging in total-body Jagiellonian PET (J-PET) scanners. The asymmet- 
ric 3D filtering kernel is applied at each most likely position of electron-positron annihilation, estimated 
from the emissions of back-to-back γ -photons. The optimisation of its parameters is studied using Monte 
Carlo simulations of a 1-mm spherical source, NEMA IEC and XCAT phantoms inside the ideal J-PET scan- 
ner. The combination of high-pass filters which included the TOF filtered back-projection (FBP), resulted 
in spatial resolution, 1.5 times higher in the axial direction than for the conventional 3D FBP. For real- 
istic 10-minute scans of NEMA IEC and XCAT, which require a trade-off between the noise and spatial 
resolution, the need for Gaussian TOF kernel components, coupled with median post-filtering, is demon- 
strated. The best sets of 3D filter parameters were obtained by the Nelder-Mead minimisation of the 
mean squared error between the resulting and reference images. The approach allows training the recon- 
struction algorithm for custom scans, using the IEC phantom, when the temporal resolution is below 50 
ps. The image quality parameters, estimated for the best outcomes, were systematically better than for 
the non-TOF FBP. 
© 2021 The Authors. Published by Elsevier B.V. 
This is an open access article under the CC BY-NC-ND license 


















Recent research of new detector materials for positron emis- 
ion tomography (PET) has opened up avenues for the advanced 
ime-of-flight (TOF) image reconstruction algorithms that provide 
uality unseen before ( Kadrmas et al., 2009; Karp et al., 2008; 
urti and Karp, 2008 ), envisioned earlier only by theoretical mod- 
ls ( Allemand et al., 1980; Budinger, 1983; Mullani et al., 1980; ∗ Corresponding author fax: +48 22 273 16 87;. 
E-mail address: Roman.Shopa@ncbj.gov.pl (R.Y. Shopa). 





361-8415/© 2021 The Authors. Published by Elsevier B.V. This is an open access article unyder and Politte, 1983; Tomitani, 1981; Wong et al., 1983; Ya- 
amoto et al., 1982 ). New scintillating materials available on the 
arket today, such as LSO:Ce, LYSO:Ce, LaBr3:Ce, could poten- 
ially achieve coincidence resolving time (CRT) of about 100 ps 
 Gundacker et al., 2013; Nemallapudi et al., 2015; Schaart et al., 
010 ). In practice, the time of response is limited by a signal read- 
ut: even with improved electronics and silicon photomultiplier 
PM) matrices (SiPM), clinical TOF-scanners are reaching CRT of 
210 − 400 ps ( Conti, 2011; Grant et al., 2016; Karp et al., 2020;
lomka et al., 2016; Surti et al., 2007; van Sluis et al., 2019; Van- 
enberghe et al., 2016 ). Further improvement can be achieved us- nder the CC BY-NC-ND license ( http://creativecommons.org/licenses/by-nc-nd/4.0/ ) 
















































































































i  ng Cherenkov radiation ( Ariño-Estrada et al., 2019; Miyata et al., 
006 ). 
The trend for improving time resolution means that un- 
er certain conditions analytical algorithms may achieve qual- 
ty comparable to the iterative methods ( Westerwoudt et al., 
014 ). Small enough CRT ∼ 10 ps, predicted in Refs. Lecoq (2017) ; 
ecoq et al. (2020) , potentially allows PET data to be reconstructed 
y the deposition of TOF events into the image domain, as done 
n the analytic-DIRECT algorithm ( Matej et al., 2009, 2016 ), apply 
ultivariate kernel density estimation (KDE) ( Scott, 1992 ) or histo- 
maging ( Vandenberghe and Karp, 2006 ) over the most likely posi- 
ions (MLPs) of electron-positron annihilation. The outcome is ex- 
ected to be less affected by the time of a scan and the geometry 
f the detector, caused by the distortion during re-projection. How- 
ver, it is difficult to achieve accuracy below the typical size of a 
oxel due to the fundamental limits of spatial resolution caused by 
on-collinearity and positron range ( Moses, 2011 ). 
The MLP-focused paradigm offers the possibility to process reg- 
stered events independently. Launched in parallel on powerful 
omputers, it opens perspectives for real-time (online) imaging. It 
lso eliminates the issue of the non-linear noise transition between 
he projection and image spaces ( Walker et al., 2011; Nuyts et al., 
011; Cloquet and Defrise, 2011 ) – a problem relevant to iterative 
ethods applied to short scans. 
One of the first on-the-fly reconstructions was implemented 
n INSIDE in-beam PET ( Ferrero et al., 2018; Fiorina et al., 2018; 
arafini et al., 2015 ), for monitoring hadron therapy in clini- 
al conditions. The detector geometry is simple enough to apply 
terative algorithms over small datasets ( ∼ 10 4 events per time 
rame). As for the conventional PET scanners, recently reported 
ethods use the pseudo-inverse system response matrix ( López- 
ontes et al., 2020 ) and data-driven direct reconstruction by deep 
eural networks ( Whiteley et al., 2021 ). 
A major trend today is the development of total-body PET scan- 
ers with large (up to 2 m) axial field-of-view (AFOV). This poses 
ajor challenges for image reconstruction, concerning processing 
ower, memory size and data acquisition ( Badawi et al., 2019; Karp 
t al., 2020; Moskal and St ̧e pie ́n, 2020; Vandenberghe et al., 2020 ).
 vivid example is the Jagiellonian PET (J-PET) – a tomograph that 
tilises the detection of the Compton scattering of back-to-back an- 
ihilation γ -photons inside plastic scintillator strips ( Korcyl et al., 
018; Moskal et al., 2014, 2015, 2016; Moskal and St ̧e pie ́n, 2020; 
ałka et al., 2017; Raczy ́nski et al., 2014, 2015, 2017 ). Each scatter- 
ng hit produces optical signals, registered as two timestamps by 
Ms attached at opposite ends of a strip, thus making TOF mea- 
urements possible. To increase the detection efficiency of plastic 
cintillators, a multi-layer structure and larger tunnels are used. A 
otal-body 2-meter J-PET modular scanner, which is now under de- 
elopment ( Moskal, 2018; Moskal et al., 2019, 2020; Moskal and 
t ̧e pie ́n, 2020; Nied ́zwiecki et al., 2017 ), is designed to use a com-
lex readout system: SiPMs with an additional layer of adjacent 
cintillators – wavelength shifters (WLS), which should achieve an 
xial resolution of less than 5 mm ( Smyrski et al., 2017 ). Moreover,
LS allows partial extraction of depth-of-interaction (DOI) infor- 
ation from the spatial distribution of optical photons inside the 
trips ( Moskal and Smyrski, 2013 ), similarly to the principle, de- 
cribed in Ref. Marcinkowski et al., 2016 . 
The complex physics of detection in J-PET requires big data 
rocessing and efficient computation. Therefore, a dedicated field- 
rogrammable gate array (FPGA) system-on-chip (SoC) platform 
as been created. It performs event building, filtering, coincidence 
earch and back-projection ( Korcyl et al., 2018; Pałka et al., 2017 ). 
he data, in a list-mode format, can be partitioned using time 
rames or in an event-by-event way. The principle of operation is 
ompatible with MLP-type reconstructions and, what is the most 
mportant, – with the real-time mode. 2 A modification of the multivariate KDE, applied to MLP (KDE 
LP), using an asymmetric 3D kernel that includes a 2D filtered 
ack-projection (FBP) component, has been introduced in recent 
orks related to the total-body J-PET ( Shopa, 2020; Moskal et al., 
020 ). It integrates separate 3D reconstructions of each emission 
vent and can be launched in parallel. By utilising FPGA, the algo- 
ithm could be accelerated to operate on-the-fly during the mea- 
urement. 
In this work, we shall employ the advanced definition of the 3D 
ernel for the proposed event-based algorithm, applying regulari- 
ation to FBP and adjustable Gaussian or inverse Gaussian filters as 
OF components, not strictly defined by CRT as in previous papers. 
oreover, a detailed analysis of the kernel properties will be re- 
orted, using the simulated data inside the 50-cm long ideal cylin- 
rical J-PET scanner, for CRT in a 50 − 500 ps range. The main goal 
s to find the optimal set of parameters for kernel components dur- 
ng quick online scans, aimed to achieve the best trade-off between 
he spatial resolution, image quality, noise levels and performance 
peed. 
The structure of the paper is as follows. Section 2 describes the 
ethods and the objects of study. Firstly, image reconstruction al- 
orithms will be presented: KDE MLP and a novel image-domain 
OF FBP. Then, the simulation details will be revealed for the J-PET 
canners and the phantoms, as well as for the metrics used for the 
ualitative analysis. Section 3 will focus on the reconstruction re- 
ults from the viewpoint of kernel properties, optimised for spatial 
esolution or image quality. Finally, the discussion and the conclu- 
ions will be provided. 
. Methods 
.1. Image reconstruction using time-of-flight 
The measured PET data is expressed as a set of 4-dimensional 
rojections for conventional scanners and 5-dimensional – for TOF 
canners. The set of N detected emissions with TOF is expressed 
s: 
 ̂ e1 , ̂  e2 , . . . , ̂  eN } ⊂ R 5 , ˆ ek = (s, φ, ζ , θ, t) T k . (1)
here s and φ are transaxial coordinates of a particular line-of- 
esponse (LOR), ζ is the axial coordinate of its mid-point, θ de- 
nes the obliqueness angle and t is the difference between the 
etection times of annihilation γ -photons ( Bailey et al., 2005 ). 
The granularity of a scanner defines bins for the unique s , φ, ζ , 
, t . TOF information increases their sparseness, in particular for 
otal-body scanners of a large AFOV ( Raczy ́nski et al., 2020 ). Alter- 
atively, the measurements can be processed directly without par- 
itioning into bins (list-mode) or redefined in the spatial domain 
s MLPs of annihilation points. 
.1.1. Kernel density estimator applied to most likely position 
Multivariate KDE ( Scott, 1992 ) can be applied to the set of most 
ikely points { x (k ) 
MLP 
} of n PET emissions ( k = 1 . . . n ), estimated for
ach LOR from its endpoints (scattering hits in J-PET) and TOF dif- 
erence t ( Vandenberghe and Karp, 2006 ). The data is processed 
s density distributions, avoiding the problem of choosing the an- 
hor points, relevant to histo-imaging ( Silverman, 1986 ). It is also 
ustified by the fact that the unknown detector response function, 
hich depends on x (k ) 
MLP 
and the geometrical orientation of the cor- 
esponding LOR, can be perceived as random ( Strzelecki, 2016 ). 
Kernel density estimator is defined for a 3D dataset { x (k ) 
MLP 
} as 









here x is a vector of voxel coordinates and a symmetric probabil- 
ty density function K (x ) = | H | −1 / 2 K(H −1 / 2 x ) is defined by a 3DH 

















































Fig. 1. Schematic depiction of the three-component kernel – w (s ) , h TOF (l) and 
h Z (z) , applied to the MLP of the emission point of back-to-back photons γ1 , 2 , shown 
in 3D and as transverse and axial views inside an ideal cylindrical J-PET scanner 












aussian kernel K( x ) . H is the bandwidth matrix, symmetric and 
ositive-definite ( Chacón and Duong, 2010 ), which plays the role 
f the covariance matrix that controls the amount and orientation 
f smoothing induced. 
According to Refs. ( Duong and Hazelton, 2003; Duong, 2007; 
hacón and Duong, 2010 ), the definition of K( x ) is not critical for a
arge n , but the choice of H is crucial. The algorithms dedicated to 
nd an optimal bandwidth matrix are generally based on the min- 
misation of the mean squared error (MSE) between ˆ f n H ( x ) and a 
ractable approximation that replaces the true density f n ( x ) . For 
nstance, for a so-called plug-in (PI) estimate, a following function 
s to be minimised: 
I (H ) = n −1 (4 π) −d/ 2 | H | −1 / 2 + 1 
4 
( vech H ) T ˆ 4 (G )( vech H ) , (3)
ˆ 
 PI = arg min 
H 
PI (H ) . (4) 
Here, an estimator ˆ 4 (G ) substitutes an unknown matrix 4 , 
omposed of integrals with the products of the derivatives of f n ( x ) 
see Ref. Duong and Hazelton (2003) for the definition). The el- 




ilot bandwidth matrix, set initially as e.g. G = g 2 I , where g > 0 , I
identity matrix ( Wand and Jones, 1994 ). 
A half-vectorisation operator in (3) is defined as follows: 
ech H = vech 
[ 
h 11 h 12 h 13 
h 12 h 22 h 23 
h 13 h 23 h 33 
] 
= (h 11 , h 21 , h 31 , h 22 , h 23 , h 33 ) T . 
(5) 
We utilise the popular R package ’ks’ ( Duong, 2007 ), with 
wo PI estimators for ˆ H PI : samse , based on a sum of asymptotic 
SE between the elements of ˆ 4 (G ) and 4 ( Duong and Hazel- 
on, 2003 ), and dscalar – a more advanced multistage PI band- 
idth selector ( Chacón and Duong, 2010 ). 
According to Eq. (2) , all measured data in a form of x (i ) 
MLP 
is re-
uired to estimate the intensity of each voxel x . However, KDE MLP 
s a reconstruction method could operate in event-by-event mode 
y changing the order of summation in Eq. (2) or partitioning the 
ata into time frames. ˆ H PI can be predefined or regularly recalcu- 
ated according to the updated ˆ 4 (G ) by the newly measured data. 
.1.2. Event-based time-of-flight FBP in the image domain 
FBP is one of the first reconstruction methods introduced for 
ET ( Helgason, 1984 ), which became a standard required by the 
ational Electrical Manufacturers Association (NEMA) for estimat- 
ng the spatial resolution ( NEMA, 2013 ). In previous works ( Shopa 
t al., 2017; Kowalski et al., 2018 ), we utilised a 3D FBP with re-
rojection (FBP 3DRP) from the freeware STIR package ( Thielemans 
t al., 2006; 2012 ). It does not support TOF, multi-layer geometry 
nd the continuous J-PET detectors, and will be used as a reference 
ethod in this paper. 
We modify FBP as proposed in Ref. Conti et al. (2005) – by 
dding TOF as temporal kernel h (t) that splits 4-dimensional pro- 
ection functions p(s, φ, ζ , θ ) into TOF bins. For the i -th bin h i (t) ≡
 (t − t i ) , the filtered function p F i ≡ p F i (s, φ, ζ , θ, t) reads: 
p F i (s, φ, ζ , θ, t) = F −1 { W (ω s ) F [ p i (s, φ, ζ , θ ) ] } · h (t − t i ) , (6)
here F(·) and F −1 (·) denote the Fourier and inverse Fourier 
ransform, respectively, the frequency space coordinate ω s is re- 
ated to s which 1-dimensional filter W (ω s ) is applied to. 
We shall treat each emission independently – in list-mode, in- 
tead of accumulating them in bins. The summation is made over 
ORs (i = 1 . . . N LOR ) , while the time difference t i ≡ t i = t (i ) 2 − t 
(i ) 
1 
s related to the i -th emitted pair of back-to-back γ -photons. 
p (s, φ, ζ , θ ) then becomes a delta-like function (unnormalised i 
3 nit impulse), and filtering over s will return the filter itself: 
p i (s ) ∗ w (s ) = w (s ) , where w (s ) = F −1 W (ω s ) ( Shopa, 2020 ). The
ventually reconstructed image ˆ f N LOR ( x ) is a sum over the N LOR 
ack-projections each comprising a single LOR: 
ˆ f N LOR ( x ) = 
N LOR ∑ 
i =1 
ˆ f i ( x ) = 
N LOR ∑ 
i =1 
B{ p F i (s, φ, ζ , θ, t) } . (7)
Each p F 
i 
can be redefined in the R 2 space of variables s and t , 
nly, as the rest remain constant. For conventional PET scanners, 
his allows to represent B{ p F 
i 
} in the image domain as a 3D kernel
onstituted by the following components: 
1) TOF function h (t) , applied along LOR. For convenience, we re- 
define it as h TOF (l) , for the distance l from MLP. 
2) FBP filter w (s ) , aligned perpendicularly to the transverse pro- 
jection of the LOR. 
The unique J-PET design requires an additional function: 
3) h Z (z) , which represents the axial uncertainty of the two hit 
positions (Compton scatterings) along scintillator strips. 
Despite both h TOF (l) and h Z (z) are defined by the detection 
imes, they are uncorrelated ( Nied ́zwiecki et al., 2017 ). 
The exemplary representation of a three-component kernel ap- 
lied over the MLP of an emission point is given in Fig. 1 . Pro-
ection coordinates and detection times are indicated in the inset 
R.Y. Shopa, K. Klimaszewski, P. Kopka et al. Medical Image Analysis 73 (2021) 102199 
Fig. 2. Top: FBP filter w (s ) (a) and its Fourier representation W (ω s ) (b), defined by 
Eqs. (9) –(11) , depending on TOF regularisation τ and smoothing α. For better visu- 
alisation, τ and α are chosen differently. Bottom: Gaussian kernel h (x ) and its in- 
verse h −1 (x ) (c), with the corresponding Fourier transforms H(νx ) and H −1 (νx ) , re- 
spectively (d). Dashed lines mark ±3 . 5 σx truncation range (c) and apodised H −1 cut (νx ) 














































































2 CI ́S – Centrum Informatyczne Świerk: https://www.cis.gov.pl/ n top. Since at some distance from MLP the intensity is effec- 
ively zero, it is calculated only inside a small ellipsoid – region- 
f-response (ROR), which volume depends on the time resolution 
nd the properties of the filters. 




he entire (transverse) image plane. To preserve the proper inte- 
ration over LORs with an additional h TOF (l) profile, one should 
pply weighting normalisation that depends on temporal resolu- 
ion – CRT. A TOF model for w (s ) function was proposed in Ref. 
eng et al. (2019) as a solution to the following problem: 
 (s, φ) ∗∗ h PSF (s, φ) = δ(s ) , (8) 
.e. the 2D convolution (denoted ”∗∗”) of the filter with a point 
pread function h PSF (s, φ) should return Dirac delta function δ(s ) , 
egardless of the angle φ. A realistic Gaussian h PSF (s, φ) does not 
epend on φ either, and the problem is solved in Fourier space, 
sing 1D Hankel transform. Eventually, 
 (ω s ) = 
exp 
[
(πτω s ) 2 
]
I 0 [ (πτω s ) 2 ] 
, (9) 
here τ represents TOF resolution that acts as a regularisation pa- 
ameter and I 0 (x ) = π−1 
∫ π
0 exp [ −x cos φ] dφ is the modified Bessel 
unction of the first kind, order 0. Spatial-domain filter w (s ) = 
 
−1 W (ω s ) cannot be expressed in closed form, only calculated nu- 
erically. 
Selected examples are shown in Fig. 2 , a-b. The impact of τ is 
asier to track in Fourier space. Relatively large τ > 10 . 0 (in cy- 
les −1 ) represent poor timing, as W (ω s ) approaches 2 πτ | ω s | , be-
aving as pure ramp (Ram-Lak) filter. Conversely, if τ is very small, 
 (ω s ) becomes a constant 1 (no filter is required). 
The penalisation for the missing data and noise is made by a 
moothing window M(ω s ) ( Thielemans et al., 2012 ): 
 (ω s ) → W (ω s ) · M(ω s ) , (10) 4 (ω s ) = 
{
α + (1 − α) · cos (πω s /ω c ) , | ω s | ≤ ω c 
0 otherwise 
(11) 
he parameters α and ω c (cut-off frequency) can be reduced 
rom the default values that represent ramp filter: α = 1 , ω c = 
 . 5 (in cycles, corresponds to Nyquist frequency) ( Ferrara and 
ansi, 2011 ). The examples are given in Fig. 2 , a-b. 
Unrelated to FBP kernel components h TOF (l) and h Z (z) ( Fig. 1 )
ostly affect the axial direction. We shall utilise two different ap- 
roaches for their definition: 
a) Low-pass filtering , introduced in our work ( Shopa, 2020 ), 
imed at suppressing noise by using Gaussian cumulative distri- 
ution function (CDF) – cdf (x, μ, σ ) . Kernel components can then 
e expressed as follows: 
 TOF (l) = cdf (l + l/ 2 , 0 , σTOF ) − cdf (l − l/ 2 , 0 , σTOF ) . 
 Z (z) = cdf (z + z/ 2 , 0 , σZ ) − cdf (z − z/ 2 , 0 , σZ ) , (12) 
here μ = 0 corresponds to MLP, σTOF and σZ are standard devia- 
ions (SDs), estimated from CRT or freely adjusted, l and z are 
he discretisations of TOF and Z-axis, respectively. Eqs. (12) reflect 
he detection probability in a certain TOF segment or at an axial 
istance z from LOR. The smoothest integration over CDF profiles 
mplies the following: 
TOF = l/ (2 
√ 
2 log 2 ) , σZ = z/ (2 
√ 
2 log 2 ) , (13) 
b) High-pass filtering is focused on the compensation of the 
meared hit positions along Z and the MLP along LOR – a crucial 
roblem for J-PET due to its design. It can be done for an arbitrary 
rofile h (x ) by finding its inverse form h −1 (x ) using the Fourier
epresentation H(νx ) = Fh (x ) as follows: 
 
−1 (νx ) = 1 /H(νx ) , h −1 (x ) = F −1 H −1 (νx ) , (14)
here νx is the frequency coordinate for x that could represent l
r z. For a sufficiently large dataset, h −1 (x ) , applied over a blurred
oordinate, will return a delta function. Similarly to W (ω s ) , a 
moothing window (11) might be applied to suppress the noise, 
.e. H −1 (νx ) → H −1 (νx ) · M(νx ) . 
Fig. 2 , c-d depicts Gaussian h (x ) and H(νx ) with SD σx , as well
s their inverse forms h −1 (x ) and H −1 (νx ) . An example of the
podised H −1 cut (νx ) by the cut-off ±νcut ( νNq denotes Nyquist fre- 
uency) is shown as dashed lines. 
Contrary to the low-pass filtering, the inverse functions h −1 
TOF 
(l) 
nd h −1 
Z 
(z) must be rigorously calculated from CDF profiles with 
Ds that reflect the intrinsic resolution of the scanner: 
TOF = c 0 · CRT / (4 
√ 
2 log 2 ) , 
Z = c scin · CRT / (4 
√ 
2 log 2 ) , 
(15) 
here c 0 is the speed of light in the air, c scin = 126 mm/ns – the ef-
ective propagation velocity of optical signals inside the J-PET scin- 
illator strip ( Moskal et al., 2016 ). 
High-pass filtering increases the minimal size of the allocated 
OR volume. The dashed lines in Fig. 2 , c denote the ±3 . 5 σ trun-
ation range, suitable for a Gaussian CDF (red curve) – see Refs. 
 Efthimiou et al., 2019; Strzelecki, 2016 ). For the inverse h −1 (x ) ,
owever, it ought to be enlarged significantly. 
For convenience, we shall use both ”event-based TOF FBP” and 
TOF FBP” notation in this paper. The script for the algorithm is 
ritten in R using vectorised functions ( R Core Team, 2020 ). The 
atest version allows multi-threading, but most of the tests were 
un in a single-thread mode on a regular node of CI ́S cluster 2 (Intel
eon E5-2680v2, 128 GB RAM). 




























































Fig. 3. Schematic depiction of the simulated objects inside an ideal J-PET scanner: 
six locations of a 1-mm spherical source (the diameters are aggrandised) on the 
axial plane (a, x = 0 mm), transverse (b, z = 37 mm) and axial (c, x = 0 mm) cross- 
sections of NEMA IEC phantom, coronal view through XCAT female phantom (d). 
Colours indicate water or plastic for NEMA IEC or a relative attenuation coefficient 






























.2. Simulation setup 
.2.1. Scanner geometries 
We ran simulations for the selected NEMA sources, phantoms, 
canners and interactions of the 511-keV photons with the de- 
ectors using the Geant4 Application for Tomographic Emission 
GATE) framework ( Jan et al., 2004; 2011 ). In order to focus ex- 
lusively on the reconstruction methods, an ideal configuration 
as chosen: a single cylindrical layer of plastic BC-420 scintilla- 
or strips placed side-by-side. The datasets simulated for our work 
owalski et al. (2018) were used to study the spatial resolution 
nd validate the earlier results, for a scanner of the radius R = 
25 . 6 mm, composed of 382 strips with the size 7 mm × 20 mm ×
00 mm. A very similar geometry was defined for the other phan- 
oms, to be consistent with Refs. Kopka and Klimaszewski (2020) ; 
aczy ́nski et al. (2020) : 384 strips, each of 7 mm × 19 mm ×
00 mm size, R = 427 . 8 mm. The axial length of 50 cm is a good
iddle-point that minimises the parallax effect (see Ref. Kopka and 
limaszewski (2020) ), yet allows generalisation over tomographs 
ith large AFOV. 
Post-simulation smearing of hit positions and times of hits was 
erformed to represent signal readouts with CRT in the 50 − 500 - 
s range. The highest value is close to the results from the early 
xperiments with 3-layer ”big barrel” J-PET prototype ( Nied ́zwiecki 
t al., 2017; Pawlik-Nied ́zwiecka et al., 2017; Shopa, 2020 ), the low- 
st – reflects a theoretical minimum for BC-420 scintillators with 
LS attached, previsioned for the future development of J-PET 
 Moskal et al., 2016 ). We shall refer to the latter as ”Ideal + WLS”.
elected datasets were post-smeared to simulate non-collinearity 
 Moses, 2011 ), with a rough approximation of positron transport 
or a number of radionuclides ( Moskal et al., 2019b ), using a two-
xponential model (see e.g. Ref. Le Loirec and Champion, 2007 ). 
he details are given in Appendix A . 
.2.2. Phantoms 
For the spatial resolution analysis, a point-like 1-mm spherical 
ource was defined in GATE inside a 382-strip ideal J-PET, with 
n activity of 370 kBq ( Kowalski et al., 2018 ). A separate simula-
ion was run for the object put at six NEMA locations, varying its 
ransverse ( y = 10 mm, 10 0 mm and 20 0 mm) and axial position
 z = 0 mm and 187.5 mm), with fixed x = 0 mm ( Fig. 3 , a). A total
f 150,0 0 0 events were acquired per run. 
The next simulated object was the NEMA-defined IEC phantom, 
sed for the analysis of the image quality ( NEMA, 2013 ). It was
ligned axially as shown in Fig. 3 , b-c, with the interior length 
20 mm. Hot lesions, represented by the spheres (with capillar- 
es) of diameters 10 mm, 13 mm, 17 mm and 22 mm, were filled
ith radioactive water, which activity was set four times higher 
han in the background volume. No lung insert was simulated 
long the central axis, replaced by a cold cylinder. The total in- 
ected activity amounted to 53 MBq for 18 F − F DG dissolved in wa- 
er. Two datasets were used for the analysis, comprising ∼ 40 mln 
nd ∼ 80 mln coincidences recorded in a 384-strip 50-cm long J- 
ET scanner. It reflects the times of scan of ∼ 10 min or ∼ 20 min,
espectively. 
Finally, in order to test and evaluate the TOF FBP method for 
he setup most resembling diagnostic practices, we simulated one 
ed position of the eXtended CArdiac-Torso (XCAT) static phantom, 
sing the software, developed by Segars et al. (2008, 2018) . Sepa- 
ate voxelised images for the activity and attenuation factors were 
enerated from a female template. The phantom was aligned as 
hown in Fig. 3 , d: the centre of its volume was shifted −385 mm
long Z from the J-PET central point. The activity concentration 
as adjusted to match the weight-based 5.3 MBq/kg level of the 
imulated NEMA IEC, having reached 350 MBq for a 66-kg body 
ass. We kept the default ratios set for various tissues in the con- 5 guration files, which resemble an early distribution of positron 
missions during the first 10 − 20 min after intravenous admin- 
stration of 18 F -type radionuclide ( Tadashi et al., 2020 ). An addi- 
ional 12-mm hot spherical lesion was simulated in the right lung 
t (x, y, z) = (−50 mm, 60 mm, 60 mm), four times more active
han the neighbouring tissue. The simulated 10-minute scan pro- 
uced 119.5 mln coincidences in total. 
.2.3. Data correction: sensitivity, scatter, random and attenuation 
actors 
To compensate for boundary axial effects in the scanners, sensi- 
ivity maps were simulated using a hybrid MC/analytical approach 
rom Ref. Strzelecki (2016) . An alternative correction method of re- 
rojection ( Kinahan and Rogers, 1989 ) is incorporated in FBP 3DRP, 
ut it is slow and more beneficial for short AFOV. No restriction for 
aximal obliqueness θ was imposed. 
The data were pre-selected by a 3-ns time window, to obtain 
oincident interactions of photons with the detector (refer to Ref. 
owalski et al. (2018) for the discussion on selection criteria). Only 
rue events were taken into account, without scatter and random 
orrection (there are multiple ongoing studies dedicated to the lat- 
er, e.g. Ref. Sharma et al. (2020) ). The resulting numbers of true 
oincidences were ∼ 10 mln and ∼ 20 mln for the two datasets of 
EC simulation, and 16.5 mln – for XCAT. 
Attenuation correction for IEC and XCAT was applied on the 
y, as a recalculation of a radiological path for each emission by 
 modified Siddon algorithm ( Li et al., 2016 ), using the prede- 
ned attenuation factors (shown in Fig. 3 in different colours). 
his method could not be applied to KDE MLP, so we employed 
 simplified solution for IEC (only): true events were resampled 
ccording to the statistics for the genuine annihilation points, as- 
igned by GATE. Only the data from the lower half of the phantom 
 z ≤ 0 mm) were considered, avoiding the regions with spheres. To 

































































































qualise the attenuated activity levels in the background volume, 
bout one-third of the coincidences had to be dropped, hence a 
arger subset from the initial 80-mln statistics was taken to obtain 
he required 10-mln true events. 
.3. Estimation of spatial resolution and image quality 
Spatial resolution, referred to as point spread function (PSF), is 
stimated from the reconstructed images of a point-like source as 
he full width at half-maximum measured along the principal axes 
 X , Y , Z), using 1D profiles built across the voxel with maximum 
ntensity. FBP method is required by NEMA since it preserves the 
rue intrinsic properties of a scanner more fairly than other algo- 
ithms. 
According to NEMA, image quality measures of contrast recov- 
ry coefficient (CRC) and background variability (BV) describe qual- 
tatively the simulated clinical imaging conditions using the IEC 
hantom ( NEMA, 2013 ). Despite some tools for their estimation are 
vailable in STIR, a dedicated script was written to ensure consis- 
ency in comparing algorithms. 
We assigned the regions-of-interest (ROIs) – circular areas 
rawn around the six spheres of the phantom on the transverse 
lane that intersects their centres (at z = 37 mm, see Fig. 3 , b-
). For each of them, twelve additional circular ROIs of the shared 
iameters were concentrically allocated on the background, dupli- 
ated on four transverse slices at ±10 mm and ±20 mm from the 
ain plane (60 ROIs in total) ( NEMA, 2013 ). 
Contrast recovery coefficients CRC H,d and CRC C,d , for a hot or a 
old sphere of a diameter d, respectively, are estimated as: 








here μH,d , μC,d and μB,d denote the average intensity of the cor- 
esponding ROI around a hot or a cold sphere and on the back- 
round, respectively, α = 4 is the activity ratio between the hot re- 
ions and the background. 
Background variability for each sphere and signal-to-noise ra- 
io (SNR) for hot spheres only, according to the equation from Ref. 
esterwoudt et al. (2014) , are defined as: 
V d = 
σB,d 
μB,d 
, SNR H,d = 
μH,d − μB,d 
σB,d 
, (17) 
here SD of the background ROI counts for each sphere is: 
B,d = 
√ 
N ROI ∑ 
i =1 
(μB,d,i − μB,d ) 2 / (N ROI − 1) , N ROI = 60 . (18) 
Eqs. (16) and (17) are relevant to a single scan, as in our 
ase. NEMA requires these parameters to be averaged over multi- 
le measurements, hence we used 30 randomly drawn sets of ROIs 
ith multiple seeds of pseudorandom generators. 
.4. Kernel optimisation 
The true radiotracer distribution in the phantom, available by 
he simulation, defines a reference image f ( x i ) – ground truth. It 
as used for the optimisation of 3D kernel parameters of TOF FBP 
by reaching out for minimal MSE between the reconstructed out- 










ˆ f ( x i ) − f ( x i ) 
] 2 
, (19) 
here N is the total number of voxels x i . 
We also considered the normalised distribution of the error: 
rr ( x i ) = 
ˆ f ( x i ) 
max ˆ f ( x ) 
− f ( x i ) 
max f ( x i ) 
. (20) i 
6 The properties of multi-dimensional space formed by kernel pa- 
ameters are unknown, therefore the minimisation requires non- 
radient optimisation methods. We chose the Nelder-Mead (sim- 
lex) algorithm, often applied to nonlinear tasks where derivatives 
annot be calculated ( Nelder and Mead, 1965 ). 
In addition to MSE, two alternative image quality metrics were 
elected: SNR H,d from Eq. (17) and the following macro-parameter 
f CRC and BV for each sphere of diameter d: 
 d = | 1 − CRC d | + BV d . (21) 
Finally, to prevent an over-smoothing during the minimisation, 
e used a convolutional median post-filter (MPF). It is often ap- 
lied to eliminate Poisson noise with the advantage of edge preser- 
ation (see e.g. Ref. Fabija ́nska and Sankowski (2011) ). Even the 
implest cube-shaped 3 × 3 × 3 median mask of neighbouring vox- 
ls would drastically improve the balance between the resolution, 
mage quality and MSE. 
. Results 
.1. High-pass filtering 
In our previous works ( Shopa, 2020; Moskal et al., 2020 ), the 
D TOF FBP kernel was composed of a ramp filter W (ω s ) = | ω s |
nd low-pass Gaussian CDF functions (12) . To achieve a smoother 
ntegration across the axial direction, σZ was defined by the voxel 
imension z according to Eq. (13) , while σTOF – by CRT using 
q. (15) . Such setup, however, appeared to be far from optimal, 
mposing excessive axial smearing. It was confirmed by the esti- 
ated effective SDs from the bandwidth matrix ˆ H PI , optimised for 
DE MLP using Scott’s rule of thumb ( Scott, 1992 ). For the sim- 
lated 1-mm source and CRT = 235 ps (SiPM readout), these SDs 
ere ten times smaller than σTOF ≈ 15 mm, calculated from CRT. 
Therefore, we considered high-pass filtering: TOF- and Z- 
unctions h −1 
TOF 
(l) and h −1 
Z 
(z) , defined in inverse (14) form. In this
ase, σZ should be calculated by CRT, too, using Eq. (15) . 
.1.1. Spatial resolution 
Fig. 4 shows the axial cross-sections of a 1-mm spherical 
ource in a 382-strip scanner with SiPM readout, reconstructed 
sing various definitions of TOF- and Z-components of the ker- 
el. Voxel size was defined by a virtual 96-ring, N-strip scan- 
er of the radius R : x = y = s/ 2 ≈ 1 . 8 mm and z ≈ 2 . 6 mm
owalski et al. (2018) , where s = πR/N ( Bailey et al., 2005 ). The
ource was located at ( x src , y src , z src ) = (0 mm, 100 mm, 0 mm).
OF FBP regularisation (9) was not applied as it is redundant for a 
iny 1-mm object. 
High-pass filters h −1 
TOF 
(l) and h −1 
Z 
(z) produce higher axial reso- 
ution than the initial low-pass Gaussians (12) , but also enhance 
ackground noise. It could be eliminated by the adjustment of 
moothing and apodisation parameters α and νcut (see Fig. 2 , d). 
he cut-off νcut in Fig. 4 is represented as a fraction of a Nyquist 
requency νNq = 1 / (2 σk ) . An additional low-pass case is shown on 
he right: σTOF and σZ are decreased three times from the ”ini- 
ial” values, estimated from CRT and z, respectively. That im- 
lies σTOF ≈ 5 . 0 mm and σZ ≈ 0 . 4 mm for CRT = 235 ps and z =
 . 6 mm. 
Estimated PSF values for the selected kernel definitions are pre- 
ented in Table 1 . As a reference point, the results obtained by KDE 
LP and FBP 3DRP ( Kowalski et al., 2018 ) are added. The event-
ased TOF FBP produces slightly better PSF X,Y , but worse axial res- 
lution for the Gaussian-defined kernel components. The best PSF Z 






(z) , without cut-offs or smoothing, i.e. α = 1 , νcut = νNq . How-
ver, the imposed noise and distortion are too high ( Fig. 4 ). 
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Fig. 4. Axial cross-sections of the reconstructed by TOF FBP 1-mm source in the ideal J-PET scanner with SiPM readout ( CRT = 235 ps), depending on the definition of h TOF (l) 
and h Z (z) kernel components. Each image is zoomed to 80 mm × 80 mm area around the source, σk = σTOF ,Z . 
Fig. 5. PSF values for six locations of 1-mm point-like source in the ideal J-PET scanner, estimated for different algorithms and three readouts. 
Table 1 
PSF values, estimated from the reconstructed 1-mm source, located at 
(x src , y src , z src ) = (0 mm, 100 mm, 0 mm) inside the ideal J-PET scanner, 
depending on the algorithm and kernel choice. Readout – SiPM. 
Algorithm & Kernel PSF (in mm): 
filter applied parameters X Y Z
α = νcut = 
1.0 νNq 5.5 5.2 9.1 
TOF FBP, 1.0 0 . 85 νNq 5.8 5.3 10.2 
high-pass 1.0 0 . 69 νNq 5.8 5.4 12.7 
0.65 νNq 5.8 5.3 11.2 
0.575 νNq 5.8 5.4 12.4 
TOF FBP initial σTOF ,Z 5.8 5.4 17.0 
low-pass (Gaussian) σTOF ,Z / 3 5.9 5.4 15.8 
FBP 3DRP – – 6.3 5.8 15.1 
( Kowalski et al., 2018 ) 
















































than for the 10-mln one. As a reasonable trade-off, we have fixed the cut-off at 
cut = 0 . 85 νNq and conducted a detailed study for the source 
t six NEMA-defined locations (see Fig. 3 , a). The estimated 
SF values are shown in Fig. 5 for three readouts, as in Ref. 
owalski et al. (2018) : PM tubes (PMT, CRT = 315 ps), SiPM ( CRT =
35 ps) and ideal case with WLS ( CRT = 50 ps). TOF FBP and FBP
DRP produce similar results on the transverse plane, outperform- 
ng KDE MLP (no FBP filter) even for the best timing. As for axial
esolution, high-pass filtering decreases PSF Z by about ×1 . 5 times, 
ompared to FBP 3DRP or KDE MLP. More details are revealed in 
ppendix A . 
.1.2. NEMA IEC phantom and image quality 
As the main object of study, we chose a relatively small 10- 
ln statistics of true coincidences (roughly a 10-min scan), reg- 
stered from the NEMA IEC phantom in a 384-strip J-PET scanner. 
he cut-off νcut = 0 . 85 νNq used in the previous section is presum- 
bly too high, representing the axial resolution achievable for long 7 cans. We thus changed νcut in a 0 . 6 − 0 . 9 νNq range, considered a
arger 20 mln dataset, as well as the reduced smoothing α < 1 . The 
35-ps readout (SiPM) was chosen, relevant to current J-PET pro- 
otypes. Unlike previously, a symmetric voxel x = y = z = 1 . 8
m was used, to avoid distortion caused by post-filtering, and a 
odified FBP from Eq. (9) . The regularisation τ was adjusted, with 
xed ω c = ω Nq and α = 1 . 
The results for τ = 7 . 5 , explored to be close to the optimal, are
resented in Fig. 6 . The images on the left show the outcomes after 
PF has been applied, using a spherical mask of 4-voxel radius. 
igh-pass filtering produces less random and even quasi-regular 
ntensity levels on the background, compared to the case of low- 
ass h TOF (l) and h Z (z) (denoted as ”default”). 
The histograms of the errors Err ( x i ) from Eq. (20) , shown on 
op, generally reflect a combination of Gaussian profiles. However, 
he distributions are more asymmetric than in the ”default” case, 
ainly caused by the negative lobes – voxels with intensities be- 
ow zero. Such offset remains even after post-filtering and for a hy- 




or νcut = 0 . 85 νNq ). Improvement can also be achieved by impos- 
ng a smoothing window, as depicted for α = 0 . 575 and 20-mln 
ataset, but that would worsen axial resolution to the low-pass 
evels ( PSF Z > 15 mm), which we observed in axial intensity pro- 
les (not shown). 
Table 2 reveals the estimated image quality parameters of 
EMA IEC for three spheres and three reconstructions (all with 
PF). The first two correspond to h −1 
TOF 
(l) and h −1 
Z 
(z) ( νcut = 
 . 6 νNq ) for 10-mln and 20-mln subsets of true events, the third 
to the Gaussian CDFs and 10-mln statistics. High-pass filtering 
roduces higher CRCs, calculated for the hot 13-mm and 22-mm 
pheres, but not for the cold 28-mm one. BVs are generally better 
or the reference (low-pass) image, indicating the lesser amount of 
istortion and noise. Image quality is susceptible to MPF mask, too: 
RC for 13-mm and 22-mm spheres are lower for the 20-mln set 
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Fig. 6. Cross-sections (at z = 37 mm and x = 0 . 0 mm) of the NEMA IEC phantom, 
reconstructed from 10-mln and 20-mln datasets, depending on kernel definitions 
for h TOF (l) and h Z (z) . Distributions of the error (20) are schematically shown on 
top of each image, readout – SiPM ( CRT = 235 ps). 
Table 2 
Image quality parameters, estimated for the three spheres in the NEMA IEC 
phantom, reconstructed by TOF FBP with various 3D kernel setup. MPF was ap- 
plied to each image. Readout – SiPM, standard errors are given in parentheses, 
νcut = 0 . 6 νNq for high-pass filters. 
Dataset & CRC, % BV, % 
filters 13 mm 22 mm 28 mm 13 mm 22 mm 28 mm 
10 mln 43.40 77.42 66.55 10.80 7.57 6.19 
high-pass (0.09) (0.08) (0.02) (0.08) (0.05) (0.04) 
20 mln 37.24 70.67 71.03 8.99 5.20 4.06 
high-pass (0.12) (0.06) (0.01) (0.07) (0.05) (0.02) 
10 mln 22.86 46.93 74.27 6.89 5.21 4.51 

















Parameters of the 3D TOF FBP kernel and the estimated metrics for the 
reconstructed NEMA IEC phantom. MPF was applied in all cases. 
Parameters SiPM Ideal + WLS 
Ini MSE min Q min Ini MSE min Q min 
α (a.u.) 1.00 0.95 0.89 1.00 0.85 0.95 
ω c (cycles) 0.50 0.44 0.36 0.50 0.37 0.45 
τ (cycles −1 ) 15.0 8.5 15.0 15.0 3.6 12.5 
σTOF (mm) 15.0 8.8 8.8 3.2 5.9 5.0 
l (mm) 17.6 12.2 10.3 3.7 10.9 15.0 
MSE ×10 3 (a.u.) 3.5 2.4 8.4 16.7 1.4 11.3 
Q (a.u.) 0.56 0.55 0.45 0.35 0.44 0.32 










































2  For the reference TOF FBP reconstruction, made using low-pass 
lters and MPF, the estimated MSE = 3 . 0 · 10 −3 on a normalised 
 
0 , 1 ] intensity scale was lower than for the images, obtained from 
0-mln statistics using h −1 
TOF 
(l) and h −1 
Z 
(z) (e.g. MSE = 4 . 0 · 10 −3 
or νcut = 0 . 6 νNq shown in Fig. 6 on the top right). Lower MSE =
 . 5 · 10 −3 was achieved only for a 20-mln dataset with a substan-
ial smoothing α = 0 . 575 . 
Worse MSE, spatial resolution, deteriorated by the apodisation 
nd the smoothing, noise issues with asymmetric Err ( x i ) distribu- 
ions and image quality, rather not superior to the alternative ker- 
el definition, do not favour the usage of high-pass filtering for on- 
ine scans. Moreover, the inverse Gaussians h −1 
TOF 
(l) and h −1 
Z 
(z) re- 
uire a larger ROR span (see Fig. 2 , c), which slows the computing
erformance. On the other hand, such filters would be beneficial 
or tomographs of higher sensitivity and longer diagnostic times. 
e shall focus on a low-pass representation of h TOF (l) and h Z (z) 
n the further analysis. 8 .2. Low-pass filtering: minimisation of MSE for NEMA IEC 
The TOF- and Z-components of a 3D TOF FBP kernel, defined 
s Gaussian CDFs (12) , produce a smoother background and more 
redictable noise than high-pass filters. In order to optimise the al- 
orithm, a Nelder-Mead minimisation of MSE between the recon- 
tructed NEMA IEC phantom and the ground truth was conducted, 
sing a 10-mln simulated subset of true events. Two J-PET read- 
uts were considered: ”ideal” with WLS (50-ps timing) and SiPM 
235 ps). 
The role of axial function h Z (z) appeared to be substantially 
maller than h TOF (l) or FBP filter w (s ) , therefore we set σZ =
 . 76 mm, estimated by Eq. (13) from the voxel size x = y =
z = 1 . 8 mm. Five free parameters have been chosen for the min-
misation, with the following constraints: 
 . 5 ≤ α ≤ 1 . 0 , 0 < ω c ≤ 0 . 5 , 
 < τ ≤ 15 . 0 , σTOF > 0 , l > 0 . 
As already revealed, we considered two alternative metrics –
NR H,d and Q d ( Eqs. (17) and (21) , respectively). The average values 
 (for all spheres) and SNR (hot spheres only) were also tracked, 
s points of reference during the optimisation. 
Technical details of the Nelder-Mead method are given in 
ppendix B . The post-filtering was essential for the algorithm to 
onverge, because of reduced available data in the 10-min scan. 
ithout MPF, the contribution of noise was such that the out- 
omes were highly blurred even for CRT = 50 ps, with typical val- 
es ω c < 0 . 25 and σTOF > 50 . 0 mm for the ultimate iteration – ev-
dently inconsistent with the spatial resolution. 
Cross-sections of the images, reconstructed by various algo- 
ithms and parametrisation, are depicted in Fig. 7 . The results for 
OF FBP, taken from the ultimate Nelder-Mead iteration, look much 
etter: even for CRT = 235 ps (SiPM), the 10-mm hot sphere is dis- 
inguishable, the intensity on the background is relatively smooth, 
he loss of axial resolution – acceptable. 
The values for the optimised free parameters and the metrics, 
stimated after having applied MPF, are aggregated in Table 3 . 
hree cases are shown: for the ultimate Nelder-Mead iteration 
 MSE min ), for the best Q min and the ”initial” settings: an ideal 
amp filter, σTOF calculated from CRT and l defined by Eq (13) . 
 notably higher τ , but lesser apodisation and smoothing are re- 
uired for SiPM, compared to the ideal/WLS readout. The regulari- 
ation is crucial for CRT = 50 ps, as the initial choice τ = 15 . 0 ob-
cures W (ω s ) in Eq. (9) , resulting in high MSE. Conversely, TOF 
rofile h TOF (l) is apparently unrelated to CRT, narrower for SiPM 
nd larger for the 50-ps case. 
The reference results were inferior to TOF FBP. For FBP 3DRP, 
SE ranged from 4 . 8 · 10 −3 (ideal timing) to 8 . 3 · 10 −3 (SiPM), with
 ∼ 0 . 7 and SNR ∼ 9 . 0 regardless of the readout. KDE MLP, though 
elatively good for CRT = 50 ps, is still worse than TOF FBP ( MSE ∼
 . 5 · 10 −3 , Q ∼ 0 . 45 and SNR ∼ 30 . 0 ). As for the SiPM case, it is ev-
R.Y. Shopa, K. Klimaszewski, P. Kopka et al. Medical Image Analysis 73 (2021) 102199 
Fig. 7. Transverse ( z = 37 mm) and axial ( x = 0 mm) cross-sections of the reconstructed NEMA IEC phantom, for two readouts and various algorithms. The MPF masks were 
ball-shaped for TOF FBP (a 3-voxel radius for ideal readout, 4-voxel – for SiPM) and cube-shaped ( 7 × 7 × 7 ) – for FPB 3DRP. 
Table 4 
Estimated image quality parameters for the three spheres in the NEMA IEC 
phantom, reconstructed by the event-based TOF FBP + MPF. Standard errors 
for 30 various choices of ROIs are given in parentheses. 
Metric CRC, % BV, % 
chosen 13 mm 22 mm 28 mm 13 mm 22 mm 28 mm 
SiPM 
MSE min 24.47 52.14 87.80 7.88 5.83 5.03 
(0.06) (0.05) (0.01) (0.06) (0.06) (0.04) 
Q min 49.52 111.58 99.62 18.32 12.53 10.24 
(0.29) (0.41) (0.01) (0.26) (0.25) (0.20) 
Ideal + WLS 
MSE min 37.84 62.79 89.34 5.11 4.41 4.08 
(0.04) (0.02) (0.01) (0.04) (0.02) (0.01) 
Q min 67.68 137.88 99.86 9.62 7.26 6.31 
















Kernel parameters of the event-based TOF FBP used for the reconstruction of the 
XCAT phantom. Estimated MSE and effective PSF values are shown below. MPF was 
applied in all cases. 
Parameters SiPM Ideal + WLS 








α (a.u.) 0.63 0.95 0.90 0.85 
ω c (cycles) 0.27 0.44 0.36 0.37 
τ (cycles −1 ) 9.0 8.5 3.1 3.6 
σTOF (mm) 20.3 8.8 5.1 5.9 
l (mm) 22.6 12.2 10.0 10.9 
MSE ×10 3 (a.u.) 5.0 5.5 3.8 3.9 
PSF X (mm) 11 . 8 − 12 . 9 6 . 5 − 7 . 4 7 . 5 − 8 . 0 7 . 6 − 8 . 2 
PSF Y (mm) 11 . 3 − 11 . 9 6 . 3 − 7 . 4 7 . 4 − 8 . 2 7 . 5 − 8 . 3 
















dently too blurred, as seen from both Fig. 7 and the estimated 
SE > 25 . 0 · 10 −3 . 
Finally, the NEMA-defined image quality parameters were anal- 
sed. Table 4 reveals the estimated CRC and BV for three spheres 
f the phantom (13 mm, 22 mm and 28 mm), reconstructed by the 
vent-based TOF FBP with MPF applied afterwards. The 3D ker- 
el was defined accordingly to MSE min and Q min in Table 3 . The 
RC ( BV ) combinations for MSE min are better than for the ”low- 
ass” reconstruction in Table 2 and for the reference images, ob- 
ained by FBP 3DRP and KDE MLP (see Appendix C ). For Q min , CRC
xceeds 100% for the 22-mm sphere, while BV values are much 
igher than for MSE min . 
.3. A fast scan of the XCAT phantom 
The most complex case, but also decisive for diagnostics, was 
o reconstruct the torso part of a motionless female XCAT phan- 
om ( Fig. 3 , d) and thus validate the event-based TOF FBP. A sim-9 lated 10-min scan produced 16.5 mln true events. Similarly to 
EMA IEC, we used symmetric voxels x = y = z = 1 . 8 mm
nd considered two readouts – idealistic + WLS and SiPM. The vol- 
me chosen for the analysis was limited to a range x = ±150 mm, 
 = ±300 mm, z = ±200 mm. 
A Nelder-Mead optimisation was run in the same way as for 
EMA IEC: FBP filter (9) with TOF regularisation, low-pass Gaus- 
ian (12) used for TOF- and Z-components, free parameters α, 
 c , τ , σTOF and l (with constraints), a fixed σZ = 0 . 76 mm (see
ppendix B ). For consistency, the initial 4-vertex simplex included 
he set (α, ω c , τ, σTOF , l) 
T taken from Table 3 , optimised for the
EC phantom. The post-filtering was applied three times per im- 
ge, using a ball-shaped MPF mask of the decreasing radii: 2 voxels 
 1 voxel → 1 voxel. 
Final results from the Nelder-Mead optimisation are given in 
able 5 , compared with the best set of α, ω c , τ , σTOF and l,
aken from Table 3 . Two sets are denoted according to the metrics 
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Fig. 8. Transverse (top row, z = 61 mm) and coronal (middle row, x = −50 mm, z ∈ ±200 mm) cross-sections of the XCAT phantom (torso part), reconstructed by TOF FBP 
with various configurations of the 3D kernel. Axial intensity profiles along the line indicated in the coronal cross-section of the ground truth are shown on the bottom row. 



























































sed – MSE (XCAT ) 
min 
and MSE (IEC) 
min 
, respectively. The difference is mi- 
or for the ideal readout, but rather significant for SiPM. Gaussian 
DF profiles h TOF (l) with larger SDs are required, as well as more 
moothing and apodisation – reduced α and ω c – for FBP filter. 
n the contrary, if CRT is low, TOF FBP is less sensitive to kernel 
omponents (except τ ), allowing to preserve spatial resolution and 
mage quality. 
We have also estimated the effective PSF values for the con- 
idered 3D TOF FBP kernels, optimised for two phantoms, using 
he simulated 1-mm source. The ranges between the results, cal- 
ulated for six NEMA locations, are given at the bottom of Table 5 .
he transverse PSF X,Y is more sensitive to FBP filter w (s ) , compared 
o the impact of h TOF (l) : even for σTOF > 20 mm (SiPM), the cal-
ulated PSF Z is consistent with the ”default” value ∼ 17 mm from 
able 1 . The 50-ps timing preserve a relatively good axial resolu- 
ion of ∼ 5 mm, therefore we did not advocate for the practical 
sage of high-pass TOF- and Z-filters for big phantoms in this case. 
Selected cross-sections of the reconstructed XCAT phantom 
cross a 12-mm simulated lesion inside the right lung are pre- 
ented in Fig. 8 , along with the reference (ground truth). MPF 
as been applied to all images as described above. Two middle 
olumns represent the results from the final iteration with the 
owest MSE. On the left, the alternate reconstruction for SiPM read- 
ut is shown – using high-pass h −1 
TOF 
(l) and h −1 
Z 
(z) filters with 
he cut-off νcut = 0 . 6 νNq and FBP kernel, adjusted according to 
SE (XCAT ) 
min 
in Table 5 . Unfortunately, this configuration produced 
ven more distortion than for the simulated IEC phantom, with 
lurred edges and the worst MSE. 
The lesion is visible both in cross-sections and axial intensity 
rofiles, shown on the bottom row. The reason for the difference 
etween the optimised kernel parameters in Table 5 for SiPM is ev- 
dent: most of the tissues in XCAT phantom had relatively small ac- 
ivity ( ∼ 1 . 3 kBq/cm 3 ), more than 4 times lower than in the back-
round volume of NEMA IEC, despite the averages were almost e
10 he same. For early stages after the injection of a radioisotope, as 
mplemented in the simulation, the emissions are disproportion- 
lly distributed, the majority of which occurred in distinct ”hot”
 48 kBq/cm 3 ) regions – liver, kidneys, cardiac muscle etc. Never- 
heless, we still managed to observe the anomaly even for the 
orse CRT = 235 ps. 
. Discussion 
The novelty of the proposed TOF FBP is that each emission is 
rocessed separately by a hybrid 3D filter that includes h Z (z) –
he uncertainty of hits inside scintillator strips. It is possible to 
ompensate for the loss of axial resolution in J-PET scanners or to 
chieve a trade-off between the bias and the variance, similarly to 
he bandwidth selection in KDE. The method is event-centric and 
ocused on the practical side of online imaging. The script optimi- 
ation, the assessment of target performance and benchmark anal- 
sis remain the issues for future works. 
.1. Relation to other methods 
There is a similar image domain analytic-DIRECT algorithm 
 Matej et al., 2009 ). It calculates a unique 3D filtering kernel for 
ach bin, which, if convoluted with unfiltered back-projection, re- 
ults in a 3D Dirac delta function. However, such a model cannot 
perate on-the-fly: all the measured data is required to be parti- 
ioned beforehand into view bins. And despite the analytic-DIRECT 
econstruction allows to estimate MLP more accurately than TOF 
BP from a mathematical viewpoint, it is impractical for total-body 
-PET scanners with elongated detector strips, multi-layer compo- 
ition and DOI information, potentially accessible with the help of 
LS. 
An important benefit of the even-based TOF FBP is that it can 
e employed for an arbitrary geometry (large AFOV, multiple lay- 
rs) and is capable to account for DOI. Alternative methods, based 
R.Y. Shopa, K. Klimaszewski, P. Kopka et al. Medical Image Analysis 73 (2021) 102199 
Fig. 9. Intensity profiles built along Y (left) and transverse cross-sections (right, 
z = 37 mm) of the reconstructed NEMA IEC phantom, depending on kernel configu- 
ration. Distributions of Err ( x i ) are shown on top of each image on the right, dotted 





























































































n the estimation of the system response matrix, e.g. recent on- 
he-fly algorithm, proposed by López-Montes et al. (2020) , use 
odels that ignore or oversimplify these factors. 
If we consider realistic CRT of J-PET tomographs ( Kowalski et al., 
018; Moskal et al., 2016 ), the iterative algorithms outperform the 
ethods based on closed-form formulas, such as TOF FBP, so the 
ain motivation to employ the latter is real-time imaging. The re- 
onstructions could also serve as an initial guess for iterative or 
ther methods, e.g. a data-driven FastPET that utilises deep neural 
etworks ( Whiteley et al., 2021 ). 
.2. TOF FBP optimisation in clinical applications 
As seen from the results of our study, the best set of the 3D TOF
BP kernel parameters depends on the phantom’s shape, activity, 
he time elapsed after the administration of a radionuclide, dura- 
ion of the scan etc. This means that a custom configuration ought 
o be trained on known objects such as XCAT, either simulated or 
urposely built, according to the chosen diagnostic scenario. In real 
edical practice, however, it could be difficult to match the setup, 
btained for a generic phantom, to a particular patient undergo- 
ng a PET scan. Nevertheless, kernel parameters can be refined af- 
erwards by the Nelder-Mead method, where an unknown ground 
ruth is replaced by a high-quality reconstruction made using e.g. 
terative MLEM or total variation regularisation ( Raczy ́nski et al., 
020 ). In the long run, this would create a database with diverse 
OF FPB setups. 
On the other hand, the role of the object of scan decreases with 
he improvement of CRT, which could make the choice of parame- 
ers simpler. As seen from Table 5 for CRT = 50 ps, the optimised 
ets of (α, ω c , σTOF , l) 
T are similar for two phantoms. Current J-
ET prototypes are yet to achieve the timing < 200 ps, but the en- 
isioned temporal resolution may allow to optimise TOF FBP even 
sing a simulated NEMA IEC. 
.3. The role of CRT and the type of filters 
The intrinsic properties of J-PET tomographs are highly sen- 
itive to the temporal characteristics of the scintillators and the 
eadout, as seen from the analysis of spatial resolution given in 






(z) , aimed at the reduction of axial smearing, raises the issues 
elated to noise, distortion, performance and a minimal number of 
etected emissions. 11 First of all, an enlarged ROR is required with a much higher 
umber of voxels to update per event, if compared to low-pass fil- 
ers. We assessed the minimal increase factor as 5 − 6 : the longest 
xis of the ellipsoid (along LOR – see Fig. 1 ) will be incremented 
rom 3 . 5 σTOF to about 13 σTOF . For 235-ps timing, this corresponds 
o the increase from ∼ 50 mm up to 320 mm, respectively, or 9 
imes slower performance speed. 
The minimal size of ROR also depends on FBP parameters α, ω c 
nd filter discretisation s , but of a lesser scale. For the default 
= 1 and ω c at Nyquist frequency, the truncation region in the 
irection, perpendicular to LOR on XY -plane (see Fig. 1 ), will be 
bout ±9s ( ±32 mm), enlarged to ±19s ( ±68 mm) if apodised 
nd/or smoothed. 
Quasi-regular noise is another consequence of using the func- 
ions h −1 
TOF 
(l) and h −1 
Z 
(z) . Even for twice as large 20-mln statistics 
f true emissions, detected from the NEMA IEC phantom, one has 
o utilise smoothing and/or apodisation windows (see Fig. 6 ). It 
evertheless might not reduce noise and distortion to acceptable 
evels, producing images worse than for low-pass filters and with 
symmetric distributions of Err ( x i ) , as explored for XCAT ( Fig. 8 ). 
.4. The choice of TOF regularisation τ
Lowering of the FBP regularisation factor τ is essential for 
RT = 50 ps, which is demonstrated in Fig. 9 . For a ramp-like fil-
er ( τ = 15 . 0 , referenced as ”Ini” in Table 3 ), the intensity inside
he volume of the IEC phantom will be suppressed deeply below 
ts expected 0.25-level (on a normalised scale), with many vox- 
ls at negative levels. The consequence of these voxels being co- 
rced to zero afterwards, as done after FBP, is seen in Fig. 9 , right.
he transverse cross-sections are corrupted, leading to asymmet- 
ic distributions of Err ( x i ) , in particular the Gaussian component 
f the background intensity. Note the difference in intensity colour 
alettes. Conversely, the optimal τ = 3 . 6 obtained for minimal MSE 
see Table 3 ), preserves the proper level of activity inside the vol- 
me of the phantom. 
Higher τ = 8 . 5 , used for SiPM, means that the FBP filter con-
ributes more to boundary effects at the edges of the NEMA IEC, 
specially after MPF is applied ( Fig. 7 , top). High sensitivity, envi- 
ioned in the future total-body J-PET prototypes, would rectify the 
ffect by acquiring more data during short scans. 
Image quality is less sensitive to τ and boundary effects than 
SE, due to the rigorous NEMA requirements to where ROIs can be 
rawn ( NEMA, 2013 ). Similarly, circular intensity profiles of NEMA 
EC are less representative than those built along axes, as in Fig. 9 ,
eft. As a consequence, CRC, BV and SNR do not account for the 
rregularities at the edges of the phantom. That explains why the 
inimal Q for both readouts was obtained for τ > 12 . 0 . Such a lo-
ality issue creates major obstacles in using these parameters as 
inimisation criteria. 
. Conclusions 
We performed a comprehensive study to find the optimal con- 
guration for the event-based TOF-FBP reconstruction algorithm, 
ased on the most likely position (MLP) and an asymmetric 3D 
ernel approach. The benefit of direct operation in the image do- 
ain lays the foundation for real-time reconstruction using the 
PGA SoC platform developed for J-PET scanners. We have shown 
hat the optimisation of the TOF FBP setup strongly depends on 
he duration of a scan and the metric defined for the minimisa- 
ion. The role of the object being scanned, while being significant 
t temporal resolution > 200 ps, is rather low at 50 ps, allowing to 
rain and configure the PET setup using simple phantoms, such as 
EMA IEC. 




















































































Fig. A.10. Estimated PSFs for the reconstructed by TOF FBP 1-mm source at six lo- 
cations in the ideal J-PET scanner, depending on CRT (top) and positron range/non- 
collinearity for various radionuclides (bottom). High-pass filters, chosen for the non-transverse kernel compo- 
ents of TOF FBP, although improving axial resolution, are not suit- 
ble for short-time clinical scans due to excessive noise and distor- 
ion imposed, indicated by the analysis of the reconstructed torso 
art of a simulated XCAT phantom. On the contrary, low-pass fil- 
ers produce substantially lower noise and require a much smaller 
umber of voxels to update per event, ultimately boosting the per- 
ormance. The negative impact of axial smearing, caused by them, 
ould be compensated by a small CRT and WLS in the prospective 
-PET tomographs. 
The best parameters of a hybrid 3D filter, found via the Nelder- 
ead method for NEMA IEC and XCAT phantoms, are uncorrelated 
ith intrinsic scanner properties, such as CRT or PSF, and resulted 
n reasonably good reconstructions, superior to non-TOF FBP 3DRP 
rom the STIR framework. We demonstrated the crucial role of 
ost-filtering during the iteration process for the datasets, regis- 
ered during 10-min scans. At the same time, we showed that CRC, 
V and SNR cannot be utilised as reliable optimisation criteria be- 
ause of their locality. 
FBP filtering may no longer be needed for CRT below 50 ps 
nd can be replaced by KDE MLP with symmetric positive kernels. 
his would narrow the optimisation down to a rigorous problem of 
andwidth selection, which could be solved analytically. A proper 
mplementation for KDE, however, would require its event-based 
edefinition and correction factors embedded within, which stand 
s challenges for future works. 
eclaration of Competing Interest 
The authors declare that they have no known competing finan- 
ial interests or personal relationships that could have appeared to 
nfluence the work reported in this paper. 
RediT authorship contribution statement 
R.Y. Shopa: Conceptualization, Methodology, Software, Vali- 
ation, Formal analysis, Investigation, Data curation, Writing –
riginal draft, Writing – review & editing, Visualization. K. Kli- 
aszewski: Validation, Resources, Writing – review & editing. P. 
opka: Software, Validation, Resources. P. Kowalski: Formal anal- 
sis, Resources, Data curation. W. Krzemie ń: Writing – review & 
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ppendix A. The impact of CRT, positron range and 
on-collinearity on spatial resolution 
Fig. A.10 , top shows the estimated PSF values for the recon- 
tructed point-like source in the 382-strip ideal J-PET scanner 
ith temporal resolution up to 500 ps. The 3D TOF FBP kernel 
omprised the high-pass filters h −1 
TOF 
(l) and h −1 
Z 
(z) with cut-off
cut = 0 . 85 νNq . The benefit of using such filters is questionable 
or CRT = 50 ps: despite the excellent PSF Z ≈ 3 mm, more noise 
nd distortion were observed. For y src = 200 mm, this has lead to 
SF Y > 7 . 5 mm which can be improved only by further smoothing 
r apodisation at a cost of worse axial resolution. 
To consider a more realistic case, a 3D two-exponential prob- 
bility distribution model was utilised to smear the true an- 
ihilation points (extracted from GATE) due to positron range 
 Carter et al., 2020; Le Loirec and Champion, 2007 ). The posi- 
ions and times of hits were adjusted accordingly. Next, to emu- 
ate non-collinearity, the emission angles were blurred by a spher- 
cal Gaussian model of the magnitude (FWHM) ϕ = 0 . 0044 rad 
 Moses, 2011 ). As a final step, the axial and temporal post- 
mearing were applied to the updated positions and times of hits. 
he high-pass version of the 3D TOF FBP kernel ( νcut = 0 . 85 νNq )
emained unchanged for the reconstruction. 
Overall, the spatial resolution was minimally affected, as seen 
n Fig. A.10 , bottom ( CRT = 235 ps). In comparison, noise and dis- 
ortion were higher for the beta-plus radioactive isotopes 15 O and 
























































2 As , more pronounced for 50-ps timing. These tendencies are con- 
istent with the early experiments using the 22 Na radionuclide 
 Shopa, 2020 ), where more distortion was observed, compared to 
imulations, yet transverse PSFs remained similar. In this work, 
ositron range and non-collinearity have been neglected in the 
tudies of NEMA IEC and XCAT phantoms, since we deal with a 
ypical PSF ≈ 5 mm across all axes and assume 18 F − FDG used for 
ur simulations. Other isotopes require further investigation, using 
ore accurate models. 
ppendix B. Nelder-Mead minimisation algorithm 
An initial 4-vertex simplex { λ(0) 
i 
} , used for the correspond- 
ng event-based TOF FBP reconstructions { ̂  f (0) 
i 
( x ) } , comprised four 
andomly selected sets of free parameters: 
(0) 
i 
= (α(0) , ω (0) c , τ (0) , σ (0) TOF , l (0) ) T i , i = 1 . . . 4 . (B.1)
During the k -th iteration, MPF was applied to each ˆ f (k ) 
i 
( x ) up 
o four times using ball-shaped masks of decreasing radii (e.g. 
 voxels → 2 voxels → 1 voxel). The resulting post-filtered image 
ˆ f (k ) 
i, MPF 
( x ) reflected the combination of such masks with the lowest 
SE between ˆ f (k ) 
i, MPF 
( x ) and the ground truth f ( x ) . 
According to the Nelder-Mead method ( Nelder and Mead, 1965 ), 
he worst vertex { λ(k ) 
i 
} for the ˆ f (k ) 
i, MPF 
( x ) with the highest MSE is
eplaced by a new one using reflection, expansion or contraction 
hrough the centroid of the remaining 3 vertices. If none of the 
ew vertices produces a better image, the simplex is shrunk to- 
ards the best { λ(k ) 
i 
} . 
When tolerance for MSE is reached between { λ(k ) 
i 
} , the best 
ertex is assigned as the final choice. We set it as 5 . 0 × 10 −5 (for a
ormalised [ 0 , 1 ] intensity scale). 
Fig. B.11 shows the iteration progress of the Nelder-Mead algo- 
ithm, executed for the simulated NEMA IEC phantom. The average ig. B.11. Nelder-Mead minimisation progress for the metrics, calculated from the 
nitial reconstructions ˆ f (k ) 
i 
( x ) (Ini) of the NEMA IEC phantom and after having ap- 
lied MPF – ˆ f (k ) 
i, MPF 
( x ) . The lines denote average values over simplex vertices, the 











13 alues of MSE, Q and SNR , calculated for both ˆ f (k ) 
i 
( x ) and ˆ f (k ) 
i, MPF 
( x ) 
rom a simplex { λ(k ) 
i 
} , are shown as lines, the ranges between the 
ertices – as ribbons. The role of the median filter could be seen 
s MSEs for ˆ f (k ) 
i 
( x ) and ˆ f (k ) 
i, MPF 
( x ) exhibit different trends, almost 
pposite for SiPM readout. 
As seen from the figure, using image quality metrics as an al- 
ernative for minimisation is questionable. The averaged Q changes 
lowly over iterations and is mainly affected by the hot spheres of 
he phantom. It is sensitive to post-filtering, too: Q -curves for the 
mages without MPF are systematically lower. The lowest (the best) 
stimate for SiPM has been obtained far from the optimal vertex, 
endering Q a bad minimisation metric. 
Another criterium – SNR – strongly depends on the background 
see Eq. (17) . Despite the general trend to increase over minimisa- 
ion, the best (the highest) SNR values have been obtained during 
arlier iterations, similarly to Q . It is probably a consequence of a 
igh regularisation τ : although more distortion and the enhanced 
egative lobes are observed, SNR would raise due to lower back- 
round intensity. 
ppendix C. The evolution of image quality over the 
inimisation procedure 
CRC ( BV ) dependencies, estimated for two hot (13 mm and 
2 mm) and one cold (28 mm) spheres in the NEMA IEC phan- 
om, have been analysed using a set of the worst simplex ver- 
ices taken from each iteration. Fig. C.12 shows the results for TOF 
BP + MPF, compared with other algorithms: KDE MLP using two 
andwidth selection methods and FBP 3DRP with Hamming win- 
ow, i.e. a product of the signal and a cosine profile ( Ferrara and
ansi, 2011 ), with α = 0 . 54 , ω c = 0 . 5 . Some points are dropped for
etter visualisation. 
The best outcomes in terms of MSE and Q are emphasised by 
rey and open circles, respectively. Line+scatter plots represent var- 
ous sizes of the MPF mask defined in STIR – up to a cube of 
 × 7 × 7 voxels. It affects image quality for FBP 3DRP more than 
and ω c : the reconstructions shown in Fig. 7 , obtained for the 
deal ramp filter look similar and produce almost identical curves 
o those for the Hamming window. ig. C.12. CRC over BV for various algorithms, estimated for three spheres of NEMA 
EC phantom and two readouts of J-PET scanner. Curves denote 2-nd order polyno- 
ial fits ( CI = 95% ) over the vertices taken from Nelder-Mead simplex. Ideal CRC = 
00% is marked by a dashed line. 


























































The event-based TOF FBP, optimised for the minimal MSE be- 
ween the reconstruction and the ground truth (grey circles), gen- 
rally produces superior outcomes, closer to the ideal CRC = 100% 
nd BV = 0% . Instead, the points for the best average Q (open cir- 
les) are rather far – a consequence of a high τ = 12 . 5 − 15 . 0 (see
able 3 ), which leads to CRC above 100%. 
For 50-ps readout, KDE MLP produces better image quality 
han FBP 3DRP, regardless of bandwidth selection of ˆ H PI matrix 
 Fig. C.12 , right). We remind, though, that KDE MLP required a 
arger dataset for the simplified attenuation correction, with about 
 third of events being dropped. 
upplementary material 
Supplementary material associated with this article can be 
ound, in the online version, at doi: 10.1016/j.media.2021.102199 . 
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